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Luer Slip Fitting
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Lock Fitting

Direction of Flow
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11.	 Leave growth media syringe attached to the QT Micro.

12.	 Complete, then attach gummed label to GroMed syringe.

13.	 Incubation

		  USP Chapter <71> Sterility Tests Method: Incubate at 22.5+/-	
	 2.5˚C for not less than 14 days.  Observe the media on a periodic 	
	 basis for the 14 days.  If the test is positive before 14 days of 	
	 incubation, further incubation is not necessary.

14.	 Remove "piggy back" gummed label from QTMicro and record results 
in QuickTest log.

15.	 Discard used QTMicro filters in a safe manner.

IMPORTANT:	 Do not use to test blood, blood products, or emulsions.

			   Do not use if protective covers are missing or not in place.

			   Do not use for direct infusion into patient.

			   Do not resterilize or reuse, discard after use.

Nonvented  
Female Luer 
Cap (white)

Vented  Male 
Luer Cap (red)    
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