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GroMedtm 10mL FTM Tubes
Microbial Contamination Tester
Catalog #GM0101

Direct transfer method of testing for microbial contamination in sterile drug products.

Store upright at 2 to 25o C, out of direct light, until ready to use.

1. Carefully add up to 1 milliliter of test solution or ointment into the tube of FTM.  This is 
accomplished either by (a)  injection through the needle port or by (b) unscrewing the black 
cap.  Tighten cap if method (b) is used.

2. Invert tube to mix contents.

3. Complete information on piggyback label provided.  Attach label to tube.

4. For maximum sensitivity, incubate at 32.5 +/- 2.5˚ C for not less than 14 days. 

5. Examine the tube of FTM for turbidity.  If the FTM remains clear the test is negative.  If turbidity 
is observed, growth from microorganisms is indicated and the test is positive.

6. For secondary testing to detect slow growing fungal contamination, use the Q.I. Medical 
#GM4000, Potato Dextrose Agar slants.

7. At end of observation period, remove the piggyback gummed label and transfer to GroMed 
log.  Fill out remaining information in log.

8.  Dispose of used tube in a safe manner.

NOTE:  If more than the upper one-third of the medium has acquired a pink color, the medium 
may be restored once by heating the containers in a water-bath or in free-flowing 
steam until the pink color disappears and by cooling quickly, taking care to prevent 
the introduction of non-sterile air into the container.

Grass Valley, CA 95945
(530) 272-8700 • FAX (530) 272-8702
www.qimedical.com

Q.I. Medical, Inc. 
Price List



 
G

ro
M

ed
™

 L
O

G
 

R
E

S
U

LT
S

 
 

N
E

G
A

T
IV

E
 

 
P

O
S

IT
IV

E
 

Te
st

 
S

am
pl

e 
P

re
p

ar
ed

 
H

oo
d 

# 
S

ol
ut

io
n 

or
 

M
ed

ia

 
 

 
D

at
e 

# 
by

 
P

ro
ce

ss
 T

es
te

d 
 L

ot
 #

 

G
M

L0
01

 H
 6

/1
4

C
om

m
en

ts
In

cu
ba

tio
n

Te
m

pe
ra

tu
re

In
iti

al
s

O
rg

an
is

m
Id

en
tifi

ed

14
15

 W
hi

sp
er

in
g 

P
in

es
 L

an
e,

 S
ui

te
 1

50
 •

 G
ra

ss
 V

al
le

y,
 C

A
 9

59
45

(5
30

) 
27

2-
87

00
 •

 F
A

X
 (

53
0)

 2
72

-8
70

2 
• 

w
w

w
.q

im
ed

ic
al

.c
om


